Phase-Locked, Low-Noise, Frequency Agile Titanium: Sapphire Lasers for 

Simultaneous Atom Interferometers 
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We demonstrate a laser system consisting of a > 1.6 W titanium:sappliire laser phase-locked to 
another free-running one at a wavelength of 852 nm with a phase noise of -138dBc/H[z at 1 MIfz 
from the carrier, using an intra-cavity electro-optic phase modulator. The residual phase variance is 
2.5 X 10"* rad^ integrated from IHz to 10 kHz. This system can change the offset frequency phase- 
continuously within 200 ns with frequency steps up to 4 MHz. Simultaneous atom interferometers 
can make full use of this ultra-low phase noise in differential measurements, where influences from 
vibration of optics are greatly suppressed in common mode. 



The ability to precisely stabilize and manipulate the fre- 
quency and phase of laser light is at the basis of the 
tremendous progress in precision measurements, includ- 
ing the realization of optical clocks P, 01 and tests of 
fundamental laws of physics 3]. This ability has been 
extended to phase- locking femtosecond lasers 0. Low- 
noise phase-locked continuous-wave (cw) lasers are also 
extensively used for cooling, condensing, and manipu- 
lating atoms 0; and in particular, atom interferome- 
try is used in sensitive gyroscopes, precision gravimeters 
and gravity gradiometers, and precision measurements of 
fundamental constantsm |^. In these applications, laser 
light serves as a reference for measuring the phase evo- 
lution of the matter waves. Thus, lasers with ultra-low 
phase noise are required to achieve present atom inter- 
ferometer accuracy goals. 

To achieve low phase noise, fast feedback mecha- 
nisms are necessary to efficiently remove the frequency or 
phase fluctuations of the laser emission. In such atom- 
manipulation systems, extended cavity diode lasers are 
widely used, because their output frequencies and phases 
can be easily controlled by changing the injection current. 
Other than using fast feedback, low-noise phase-locking 
in diode laser systems can also be obtained by injection- 
locking 0- For Nd:YAG lasers, which have an intrinsi- 
cally small linewidth, the performance of cw phase-locked 
lasers can reach -125 dBc/Hz at 10 Hz offset from the car- 
rier Q. 

In addition to ultra-low phase noise, applications in 
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FIG. 1: Frequency generation and phase locking scheme for 
simultaneous atom interferometers. 
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FIG. 2; Feedback loop block diagram. 



atomic physics often require high optical power and fast 
(microseconds), precise steps in frequency ('frequency- 
agility') 0. Although delicate phase- locked diode lasers 
can be frequency agile, these diode laser systems with 
optical power higher than 1 W are rare, even with 
the help of commercially available optical power ampli- 
fiers. Haubrich and Wynands achieved phase-locking of a 
Ti:sapphire laser to a stable diode laser of 4 kHz linewidth 
with a phase noise of about -90dBc/Hz at IMHz off- 
set by use of an intracavity electro-optic phase modu- 
lator (EOM) 1^3- Here, we demonstrate a cw phase- 
locked system of two Ti:sapphire lasers, each providing 
more than 1.6 W output power, with a phase noise of 
-138dBc/Hz at 1 MHz from the carrier. Our system 
can achieve phase-continuous frequency steps of 4 MHz 
in 200 ns. 

Both master and slave lasers are Coherent 899-21 
Ti:sapphire ring lasers in the high-power-pump config- 
uration with control boxes modified as suggested by 
Haubrich and Wynands. The master laser is pumped 
with 10.5 W from a Coherent Verdi-10. The frequency of 
the master laser is stabilized to its reference cavity with 
supplied servo elements and electronics, and the single- 
frequency output power is 1.6 W at 852 nm. The mas- 
ter laser can be free-running, but will be referenced to 
a Cs vapor cell for frequency stability in our future ap- 
plications. The slave laser is pumped by a Coherent In- 
nova 400-15 Argon ion laser with 19 W multiline output 
power. An EOM (Linos PM25IR) is inserted into the res- 
onator between the Faraday rotator and the upper fold 
mirror. This causes the output power to drop by ~ 20% 
to 1.85 W. For locking, optical power is picked up from 




FIG. 3: Schematic of the slow and intermediate-speed PI controllers. 



each Ti:sapphire laser using a residual reflection from a 
common optical element. A total of 2mW reaches the 
beat detector (Fig. The beatnote is amplified and 
a double-balanced mixer (DBM) serves as a phase de- 
tector, with the local oscillator (LO) input driven by an 
Agilent E8241A synthesizer at 168 MHz. In order to 
prevent laser amplitude fluctuations from coupling into 
the phase noise measurement, a 50 MHz high-pass filter 
is placed before the phase detector. 

The feedback to the slave laser consists of three paths: 
a slow, an intermediate-speed, and a fast path (Fig. [SJ. 
The slow feedback path has a proportional-integral (PI) 
control with a bandwidth of 20 kHz. It controls the length 
of the laser's resonant cavity through the modified con- 
trol box, which modulates a piezo-actuated mirror as well 
as etalons in the cavity. The fast and the intermediate- 
speed feedback paths feed to opposite electrodes of the 
intracavity EOM. The intermediate-speed path uses a PI 
controller and a high- voltage operational amplifier (Apex 
PA98A, with a high slew rate of 1000V//Lts and ±150 V 
swing) for driving the EOM, which provides a frequency 
tuning coefficient of 0.2MHz/V. The bandwidth of this 
path is limited to 0.8 MHz by PA98A. The fast feedback 
path consists of a passive proportional-differential (PD) 
controller followed by an RF power amplifier (Fig. [21 . 
After this RF amplifier, a directional coupler is inserted 
before connecting to an electrode of the EOM to ground 
the electrode for DC voltages. The differential control in 
the fast path compensates for phase lag due to propa- 
gation delay at high frequencies. We achieve an overall 
closed-loop bandwidth of ^ 10 MHz, limited by the prop- 
agation delay in the optical and electronic signal path 
lengths. 

We study the performance of the phase-locked lasers 
using a separate beat detector after passing both beams 
through one single-mode polarization-maintaining fiber 
with the same polarization, for an out-of-loop measure- 
ment. Figure^ (solid line) shows the phase noise spectral 
density. The wideband (> 100 kHz) noise, which goes 



down to -138dBc/Hz, is measured with an HP 8590B 
spectrum analyzer, and the low- frequency noise is mea- 
sured with a SRS SR785 FFT signal analyzer by down- 
converting the beat signal to DC with a separate DBM 
but using the same LO as that in the PLL (This is found 
necessary, as otherwise the measurement is limited by 
the noise of LO.) The peaks at 9 MHz indicate the loop 
bandwidth. The residual phase variance integrated over 
a frequency range from 1 Hz to 10 kHz is about 10"^ rad^ 
(solid line). 

For comparison, we also measure the phase noise with a 
digital phase detector (Analog Devices AD9901) instead 
of a DBM (Fig. Ej). The ~8dB increase of the wide- 
band phase noise probably arises from the conversion of 
the analog waveforms into digital signals, where voltage 
noise in the analog signal causes phase noise as it makes 
uncertain the time of zero-crossings. 

The frequency agility is illustrated by stepping the LO 
frequency. We find that with the DBM, phase-lock with- 
out cycle slips is maintained for sudden phase-continuous 
frequency changes as large as 4 MHz. This 4 MHz fre- 
quency step is limited by the 20 Vp dynamic range of 
the fast feedback path. The transient behavior of the 
PLL is examined by adding a square wave signal to the 
output of the DBM. The slave laser settles to 20% within 
200 ns after each step. 

The rise of phase noise at low frequencies (solid line in 
Fig. ^ is mainly due to laser pointing fluctuations, air 
flow, and optics vibration. This noise is not revealed in 
an electronically out-of-loop measurement (-llOdBc/Hz 
at low frequencies, gray line in Fig.^ using the same pho- 
todetector but a separate mixer (Mixer2 in Fig. O . (The 
best performance in this measurement is achieved by re- 
placing the 17dBm types ZFM-IH by 27dBm types VAY- 
1, both by mini-circuits.) Although this electronically 
out-of-loop performance is similar to the one reached by 
Ye and Hall an atom interferometer still suffers the 
much higher noise. 

This is because the two beams must be sent to the 
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FIG. 4: Residual phase noise with an analog phase detector 
(measured out of loop). Solid line: phase lock before fiber 
only; dashed line: phase lock after fiber; gray line: electronic 
out-of-loop phase noise measured with Mixer2 in Fig. |21 The 
gaps at too kHz and 1 MEIz are due to different range settings 
between data sets. Inset: phase noise spectra of analog and 
digital phase detectors. Resolution bandwidth: 100 kHz. 



atoms via separate paths in a counter-propagating geom- 
etry. Differential vibrational noise in these paths would 
essentially increase the noise to the level of the solid line 
in Fig. 01 even if the noise is suppressed to a lower level 
at one point in the setup. 

We can avoid this and thus employ the ultra-low phase 
noise of the lasers by having two simultaneous inter- 
ferometers in an arrangement shown in Fig. ^ Four 
frequencies /1.../4 are generated from the two phase- 
locked Ti: Sapphire lasers using an acousto-optic modula- 
tor. Using atoms in different (internal and/or external) 
states, the individual interferometers are addressed by 
the beam pairs with the frequencies {/i, fi} and {/2, /a}, 
respectively. In many cases, e.g., the photon recoil mea- 
surements 01 and the gravity gradient measurements 
|l2l |. the interesting physics is revealed in the difference 
of the interferometer phases, which are proportional to 



the frequency differences /i — /4 and f2 — h- For ef- 
fective noise reduction, we take the beatnotes of over- 
lapped beams at /i — /2 and /a — /4, and phase-lock 
their sum (/i — /2) -l- (/s — /4) by a secondary PLL, 
which is added to the main PLL by shifting the LO phase. 
This, however, is the frequency containing the informa- 
tion, (/i — 74) — (/2 — /s); thus, the laser frequencies 
are generated such that the differential phase is directly 
stabilized. 

Noise from vibrational variations of the optical path 
lengths 6lu, Sl^i from the beat detectors to the atoms for 
the upper and lower beams (Fig. 0) is effectively can- 
celled: In the individual paths, it causes optical phase 
changes of 2n6lu^^,'2nSld^^, which results in phase 
shifts in the individual atom interferometers proportional 
to2n{Sl^^-Sld^) and2T:{Sln^-Sld^). The difference 
of the readout phases of the simultaneous interferometers 
is then proportional to 27r((5/u — Sl^ ^'^~J^ )■ Since 
the wavelengths of the beatnote frequencies Ay = 
is large compared to the amplitude of vibrations J/u, 
the common-mode noise is strongly suppressed. We op- 
erate such a secondary PLL for the differential phase 
(Fig.^l, and measure the residual noise in the differential 
phase using another beat detector at a different point in 
the optical path. As a result, the noise (dashed line in 



Fig. El is reduced to 2.5 x 10" 
limited. 



' rad , which is servo gain 



In summary, we have demonstrated phase-locked 1.6 W 
Ti:sapphire lasers with an ultra-low phase noise of 
-138dBc/Hz at 1 MHz offset, capable of making instanta- 
neous difference frequency steps of up to 4 MHz in 200 ns 
without cycle slips. We have described the use of this 
laser system for simultaneous atom interferometers such 
that the readout of the differential phase of the interfer- 
ometers can make use of this low noise, rejecting noise 
from optics vibrations. The will be used to perform atom 
interferometry for photon-recoil measurements using Cs 
atoms with part-per-billion accuracy. 
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